Semi-volatile (SV) aerosols still represent an important challenge to occupational hygienists due to toxicological and sampling issues. Particularly problematic is the sampling of hazardous SV that are present in both particulate and vapour phases at a workplace. In this study we investigate the potential evaporation losses of SV aerosols when using off-line filter-adsorber personal samplers. Furthermore, we provide experimental data showing the extent of the evaporation loss that can bias the workplace risk assessment. An experimental apparatus consisting of an aerosol generator, a flow tube and an aerosol monitoring and sampling system was set up inside a temperature controlled chamber. Aerosols from three n-alkanes were generated, diluted with nitrogen and sampled using on-line and off-line filteradsorber methods. Parallel measurements using the on-line and off-line methods were conducted to quantify the bias induced by filter sampling. Additionally, two mineral oils of different volatility were spiked on filters and monitored for evaporation depending on the samplers flow rate. No significant differences between the on-line and off-line methods were detected for the sum of particles and vapour. The filter-adsorber method however tended to underestimate up to 100% of the particle mass, especially for the more volatile compounds and lower concentrations. The off-line sampling method systematically returned lower particle and higher vapour values, an indication for particle evaporation losses. We conclude that using only filter sampling for the assessment of semi-volatiles may considerably underestimate the presence of the particulate phase due to evaporation. Thus, this underestimation can have a negative impact on the occupational risk assessment if the evaporated particle mass is no longer quantified.
Introduction
The sampling of hazardous semi-volatile (SV) compounds in workplace air can prove to be difficult for occupational hygienists when confronted with substances that are present as aerosols, partitioned between the particulate and the gaseous phases (oil mists, PAHs, inorganic acids, alkanolamines, bitumen etc.). [1] [2] [3] [4] [5] The European norm EN 13936 denes semivolatiles as substances with vapour pressures between 100 and 0.001 Pa at room temperature. 6 The compounds with vapour pressures within this range are expected to be found as mixed phase aerosols in workplaces. More attention needs to be given to these dynamic aerosol systems as the observed particlevapour distribution is considerably dependent on the sampling conditions 1, 7 and the aerosols' real phase distribution can get biased by evaporation of collected particles (blow-off) or condensing of vapours onto collected particles or ltration substrate (blow-on).
Mineral oils are commonly used in diverse industrial processes including offshore drilling, 8,9 metallurgic 10,11 and automotive industries. 12, 13 In machining workshops mineral oils are frequently applied as metalworking uids (MWF) to simultaneously lubricate, cool, remove debris from metal pieces and prevent corrosion. [14] [15] [16] [17] [18] Although MWFs improve the quality of machining, 11 health risks are oen associated with the inhalation of oil aerosols either due to toxic compounds within the uid or because of microbial contamination. [19] [20] [21] [22] [23] The usage of mineral oils in workplaces can lead to the formation of hazardous oil mists/aerosols through physical dispersion and evaporation followed by re-condensation. 24, 25 Occupational exposure to oil mists can be associated with adverse respiratory effects and dermatitis. 26 In addition, there are concerns relating to occupational asthma, allergic alveolitis and other lung diseases. 27 The adverse effects caused by hazardous aerosols mainly depend on the amount of substance present in the inhaled air, but also on the physical state of the inhaled compounds. From the toxicological point of view, particles are considered to have a greater threat to human health, as they can penetrate deeper into the respiratory tract and deposit into the lungs according to the particles' aerodynamic diameter. [28] [29] [30] Due to the higher health concern posed by the particulate phase, some countries have adopted aerosol occupational exposure limits for particles only. However, having exposure limits for particles only can eventually lead to an underestimation of the health risks involved, as lter sampling of SV aerosols oen loses particle mass by evaporation. 31 Aerosols can be dened as dispersions of solid particles and/ or liquid droplets in air or other gases. The measurement of workplace aerosol concentrations is currently carried out using a wide range of different instruments in the various countries of the European Union. 32 Filters, photometers, optical particle counters (OPCs), impactors and electrostatic precipitators are usually employed to measure the particulate phase. Flame ionization detectors (FID), photoionization detectors (PID) and Fourier transform infrared (FTIR) spectrometers preceded by lters are used to monitor the organic vapours, while denuders and adsorbers can reversibly trap the compounds from the gas phase. As previous studies have shown [33] [34] [35] [36] [37] [38] the results obtained with each method can turn out to be biased by a series of factors. Sampler type, sampling ow rate, particle size distribution and substance volatility can have a signicant inuence on the observed particle-vapour ratio. Although most methods can be used with good accuracy for the sampling of low-volatile oil mists, issues may arise when sampling aerosol particles originating from semi-volatile compounds.
Previous studies 33, 39, 40 have focused on the evaporation of collected droplets from lters and mist collectors when clean ambient air is passed through them. The authors used nebulizers to apply a polydisperse mist on the lters while the evaporated material was assessed gravimetrically. Svendsen et al. 34 compared four off-line lter-adsorber samplers and found signicant differences between them for the collected particle mass but no signicant differences for the sum of particles and vapours. Simpson et al. 27 spiked 13 different oils on lters and aspirated clean air at 2 l min À1 through. They found evaporative losses ranging from 1% up to 71% aer 6 hours. In addition to the previously mentioned studies, we also investigated the ow rate inuence on the evaporation of mineral oils spiked on lters.
Volckens and co-authors 35, 36 performed laboratory and eld measurements of oil mists where they compared several off-line sampling methods (3 lter types, electrostatic precipitator, cascade impactor) to two direct-reading photometers. The authors noted that the lter sampling method may not be appropriate for semi-volatiles as the evaporative losses can lead to an exposure underestimation. Unfortunately, these studies did not provide a non-biased method that accurately differentiates between particles and vapours but compared the existing measurement techniques between themselves without being able to measure the actual particle-vapour distribution. We propose in our paper a more accurate reference method to assess the particle-vapour distribution.
Our earlier work 7 has focused on the evaporation dynamic of a monodisperse particle population inside a ow tube. Within this study it was shown that the evaporation of a particle population can be predicted with good accuracy using a simple diffusion based model. Also shown was that particles of volatile compounds (C14, C16) can completely evaporate within one minute if the gas phase doesn't reach vapour saturation. In the case where vapour saturation is reached no further mass transfer takes place. Sutter et al. 41 on the other hand focused on the evaporation of hexadecane particles trapped on lters under a clean air ow. They observed that the vapour concentration downstream of the clogged lters was nearly identical to the vapour saturation concentration, if sufficient particle mass was initially deposited.
The method used as reference in this paper (FID for total hydrocarbon mass and white light particle sizer for particle mass) 7 is not inuenced by evaporation as the aerosol characteristics are not changed in the sensor of the OPC and as all droplets are vaporized in the transfer line to the FID. This setup minimizes artefacts and allows it to be used to determine particle-vapour fractionation while sampling oil mists. Further improvements to previous studies are the use of monodisperse particles which are measured by optical sensors more accurately as well as the very stable Sinclair-La Mer aerosol generator (less than 5% variation over each 2 hour measurement) which considerably improves general stability. The temperature controlled chamber where the measurements took place eliminated any possible bias caused by temperature uctuations.
Three n-alkanes (tetradecane, hexadecane, octadecane) were selected as test substances as they are of relevant volatility and are known to be main constituents of the mineral oils usually used as MWFs. 11, 42 Aerosols from the test substances were generated, diluted with nitrogen inside a ow tube and sampled in parallel with on-line (FID + OPC) and off-line methods (lter + adsorber). The on-line method served as a reference for the measured aerosol and thus shis in the aerosols' real phase distribution could be observed for the off-line samplers by comparison with the direct-reading reference. Additionally, two mineral oils were spiked on the off-line GGP (Gesamtstaub-Gas-Probenahme ¼ inhalable dust/gas sampling) samplers in order to assess the evaporation loss dependence on sampling ow rates.
The focus of the present study was to accurately quantify the sampling bias due to volatilization of oil mist from a "GGP" lter-adsorber personal sampler, which is used for oil mist sampling at workplaces in Germany, under temperaturecontrolled laboratory conditions.
Materials and methods

Part I: aerosol generation and comparison between on-line instruments and off-line GGP lter-adsorber samplers
Experimental setup. The experimental setup used in the rst part of the study is represented in Fig. 1 . The setup consisted of an aerosol generator, a ow tube, a four-way ow splitter as well as on-line and off-line sampling instruments connected to it. The experimental facility was built-up in a temperature controlled chamber with a set temperature of 24.5 C. Temperature was recorded in several chamber locations using type K thermocouples and was found to be stable (AE0.3 C) throughout the entire measurement campaign.
A Sinclair-La Mer type aerosol generator (SLG 270, Topas GmbH, Germany) was chosen to produce monodisperse aerosol droplets (mass geometric standard deviation < 1.2) from three nalkanes of different volatilities: n-tetradecane, n-hexadecane, noctadecane (99% purity, Merck GmbH, Germany). The generator produced the monodisperse droplets by condensing supersaturated vapour onto separately produced NaCl nuclei. The produced aerosol proved to be stable throughout the experiments, with less than 5% mass concentration deviation during each 2 hour experiment. The monodisperse droplets' mass mean diameter (MMD) generated for this study was in the range of 1 to 4 mm. The generator was operated at a ow rate of 5 l min À1 .
A vertical poly(methyl methacrylate) (PMMA) ow tube (FT) preceded by a dilution and mixing unit was employed to allow the aerosol to mix with the particle-and humidity free dilution gas (N 2 ) at a 1 : 10 ratio, for a total ow of 50 l min À1 . The dilution unit was introduced to adjust both the particle number concentration to the desired level and to mimic the mixing of emitted oil mist with ambient air at a workplace. The aerosols' dilution disturbs the initial particle-vapour equilibrium, thus triggering the evaporation of particles and thereby the particle to vapour mass transfer.
A ow splitter (Model 3708, TSI Inc., USA) preceded by an isokinetic nozzle was used to provide four identical aerosol samples to the on-line and off-line test devices. Prior experiments using particle counters have shown no signicant differences between the ow splitters' four channels. For equal distribution purposes, the sampling ow rates were kept similar for all devices so that comparability of samples was ensured for every channel.
On-line analysis. For the on-line analysis of the generated aerosol an apparatus consisting of an FID (JUM 109A, JUM Engineering GmbH, Germany) and an OPC (Welas digital 3000, Palas GmbH, Germany) was set up to quantify the total alkane mass concentration (TM) and particle mass concentration (PM) respectively. The vapour mass concentration (VM) was calculated as the difference between FID and OPC measurements (VM ¼ TM À PM).
The FID was used to continuously monitor the total concentration of the semi-volatile substance present in the aerosol at a ow rate of 4 l min À1 . A transfer line heated to 180 C was coupled to the FID inlet in order to evaporate all particles within the aerosol.
A OPC was used as a particle sizer to determine the aerosols' particle size distribution and calculate the PM. It uses a white light lamp to illuminate the aerosol particles that enter the instruments' sampling head. The light scattered by the passing particles is measured and converted into a particle size using a calibration curve. The calibration was veried and proved for accuracy using certied polystyrene latex (PSL) spheres of various diameters. The OPC soware also allows adjusting the calibration curve for a refractive index of 1.45. Density corrections of 0.773; 0.777 and 0.781 (kg m À3 ) were used for C14, C16 and C18 respectively in order to calculate the particle mass. OPC measurements were taken with a 10 minute time resolution and at a ow rate of 5 l min À1 . 
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Off-line analysis. Off-line lter-adsorber samples were taken in parallel with the on-line measurements. The off-line devices tested during this study were standard IFA GGP personal samplers. 1 The GGP samplers consist of a 37 mm glass bre lter (Macherey-Nagel GmbH, Germany) that separates the particles from the gas phase and a secondary adsorber cartridge lled with 3 g XAD-2 (Supelco GmbH, Germany) to reversibly trap the vapour. Identical GGP samplers were used throughout the measurements. The sampling ow rate was maintained at 3.5 l min À1 using GilAir pumps (Sensidyne Inc., USA). The sampling pumps used for this study were designed to maintain a constant ow rate up to a certain backpressure. The ow rate passing through the GGP lter-adsorber was measured before and immediately aer sampling using a TSI 4100 ow meter (TSI Inc., USA). The ow rate variation was less than 5% during the measurement time of 0.5 to 2 hours. The test duration for the off-line samples was 2 hours for hexadecane (N ¼ 4-6 GGP lter-adsorber replicates) and octadecane experiments (N ¼ 8), 1 hour for the 1 mm tetradecane (N ¼ 4) and 30 minutes for the 3 mm and 4 mm tetradecane measurements (N ¼ 8).
The lters and XAD-2 were extracted directly aer sampling, following the standard IFA procedure in 10 ml tetrachloroethylene (C 2 Cl 4 , PER, Merck KGaA, Germany) each and le to elute for more than 24 h. During the method validation for the sampling of oil mists, recovery rates between 91% and 107% were observed, with an average above 98%. Therefore no further recovery correction was calculated for the analysed samples. The extracts were analysed with a Nicolet Avatar 370 DTGS (Thermo-Scientic Inc., USA) Fourier transform infrared spectrometer by measuring the IR absorbance at the 3000-2800 cm À1 spectral region. The FTIR measurements were averaged over 16 scans at a resolution of 4 cm À1 and were conducted at the Institute for Occupational Safety and Health (DGUV-IFA) in Sankt Augustin, Germany.
Hexadecane and octadecane extract samples were also analysed with a HP 5980 gas chromatograph with ame ionization detection (GC-FID). The GC consisted of a 25 m DB5 column with a diameter of 0.2 mm and was set to increase the oven temperature from 90 to 240 C, at a rate of 10 K min À1 .
Part II: evaporation of semi-volatile oil from brous lters ushed with clean air at different ow rates
The ow rate at which air is being drawn through the GGP lteradsorber sampler can inuence the amount of evaporated material collected on lters. 1 To check the inuence of the ow rate on evaporative losses during sampling, two mineral oil mixtures of different ash points (1st oil "semi-volatile" ¼ Supern 160, Petrofer, Hildesheim, ash point 136 C, boiling range C13 to C17 see Fig. 2 ; 2nd oil "low volatile" ¼ special oil MS 15 EP, Beku-Oil, Deisslingen, ash point >195 C, boiling range > C18) were spiked as a solution (4.2 mg oil solved in 100 ml C 2 Cl 4 ) by means of a microliter syringe onto the glass bre lter of a GGP sampler. Clean air was drawn at six different ow rates (1; 2; 3.5; 5; 7 and 10 l min À1 ) through the samplers for 2 hours. The lters and XAD-2 cartridges were processed and analysed as previously described. All experiments were repeated three times.
Two sided Student's t-tests were used as a tool to determine the statistical signicance of the measured data. 
Results and discussion
Parallel measurements with on-line and off-line techniques
For this study, the 1 : 10 dilution of the initial aerosol was able to trigger a mass transfer from particles to the vapour phase. The extent of evaporation losses is related to the vapour saturation degree, with the evaporation ux being highest when no vapours are present in the gas phase and at the lowest level when the gas phase is reaching vapour saturation. At the sampling point, the gas phase was not fully saturated with vapour and therefore particles trapped on the lter substrates continued to evaporate. The on-line measurements on the other hand present a "snapshot" of the particle-vapour distribution at the moment at which the measurement took place. Nevertheless, while the particles are collecting on the lter to a certain threshold, the evaporation ux from the lter can be capped by the ability of the passing gas to transfer away vapour. Therefore, the vapour concentration downstream of the lters for the high PM values will be close to that of the saturation concentration. Furthermore, during the 2 hours sampling period, each particle trapped on the GGP samplers' lter remains in contact with the incoming air stream for a period ranging from two hours (the rst particles that are trapped on the lter) down to about one minute (time required to verify the pump ow rates aer sampling). Therefore, the long residence time on the lter surface will lead to the evaporation of the volatile particles, until the incoming gas stream will reach the vapour saturation. Thus, assuming that particles collected on the lters will evaporate until the passing gas reached the vapour saturation, we were able to predict the off-line particle-vapour distribution, as shown in Fig. 3 and 4 .
Tetradecane experiments were carried out on three particle sizes: 1 mm; 3 mm; 4 mm with number concentrations of about 4000 particles per cm 3 (AE10%). The particle mass concentration for these experiments (as measured by the OPC) was 2; 40 and 70 mg m À3 respectively. We note that although the total hydrocarbon mass for tetradecane may seem high (ca. 75, 150 and 200 mg m À3 ) it is still below the German Occupational Exposure Limit (OEL) for C9-C15 n-alkanes of 600 mg m À3 . As the TM did not vary signicantly throughout the experiments (coefficient of variation < 5%) the results for each set of measurements (particle size dependent) were averaged. Fig. 3 shows the aerosols' fractionation between the particulate and vapour phase as determined by the on-line and off-line methods for the different particle sizes. Table 1 shows both methods being in good agreement of less than 7% deviation for the total hydrocarbon mass. Also shown in Fig. 3 and Table 1 is the "predicted" off-line particle-vapour fractionation under the assumption that particles will evaporate from lters until the passing gas ow is fully saturated with vapours.
Contrary to the good agreement found for TM (Table 1) , the on-line and off-line methods showed different values when analysing the PM and VM separately (Tables 2 and 3 ). As shown in Fig. 3 , the on-line OPC-FID method reported considerably higher PM concentrations, indicating that the lter sampling method loses a substantial amount of PM due to evaporation in all experiments. In the case of C14 1 mm experiments the off-line method returned no PM at all, although about 2 mg m À3 were measured in parallel with the particle sizer. Differences between the methods were also found for higher PM loads. The C14 3 mm experiments indicate a transfer of about 28 mg m À3 from particulate to vapour phase. Also, a lter underestimation of 13 mg m À3 was observed for the 4 mm measurements, with the missing PM being found in the XAD 2 adsorber cartridge as VM. The predicted particle-vapour distribution was also accurate, as shown in Fig. 3 , the difference between predicted and measured fractionation being less than 10%. Hexadecane (C16) experiments were conducted for aerosols with PM loads of approx. 2 and 14 mg m À3 (for the particle sizes of 1 mm and 2 mm). Particle number concentration was kept constant at around 5000 particles per cm 3 (AE10%) and therefore the PM increased proportionally with the particles' diameter to the third power. Fig. 4 shows the aerosols' percental distribution between particulate and vapour phases.
The C16 1 mm experiments showed similarities to the C14 measurements, with approximately 2 mg m À3 (100%) of PM being lost from the lter and found as vapour in the adsorber cartridge. The 2 mm experiments show a relatively small loss of 2 mg m À3 , (14%) compared to the 12 mg m À3 which remained on the lters during sampling. The 2 mm C16 aerosol analysed by on-line method reported more than 50% of the aerosol mass as PM while the off-line analysis reported slightly over 40%. As was the case for C14 measurements, the predicted particle-vapour fractionation is similar to the actual measurements.
The C14 and C16 "1 mm" measurements have shown that the particles will completely evaporate from the lter substrate if the particulate phase is present at a concentration (around 2 mg m À3 ) that is considerably lower than the vapour saturation concentration (148 and 17.5 mg m À3 ) as the evaporated particle mass is insufficient to affect the vapour saturation degree. As a result, even if particles are present in a workplace it is likely that the GGP samplers will only register vapours. On the other hand, PM can still be found on lters when the particle concentration is high enough to partially or completely saturate the carrier gas with vapour and decrease the evaporation ux as a consequence.
Octadecane (C18) experiments were conducted with a particle size of 1 mm and PM load of about 2 mg m À3 . Fig. 4 shows that both on-line and off-line methods yield similar results for the particle-vapour fractionation. This shows that the octadecane particles did not evaporate from the lters even though the vapour saturation degree was below 60%.
Substance volatility proved to have an important impact concerning the exactness of the lter PM measurements. The "1 mm" experiments performed with similar PM and comparable vapour saturation degrees for all three test substances showed that C14 and C16 particles evaporated completely while C18 particle concentration remained nearly unchanged on the lter matrix. Our "1 mm" experiments show that having a "particle only" occupational exposure limit could be effective for substances with volatilities similar or lower than octadecane. However, the sampling of compounds with volatilities similar to those of hexadecane and tetradecane will lead to evaporation of particles and possibly to signicant errors in risk assessment. The PM also inuenced the accuracy of the off-line measurements; the difference between the on-line and off-line results got smaller with increasing PM.
A good agreement was found between the predicted and the actual particle-vapour distribution found on lters for most measurements. This shows that the assumption of particle evaporation from lters until vapour saturation of the passing gas is accurate for the case of steady-state sampling, where the incoming aerosol is constant. A substantial difference was however observed for the C18 measurements, where the experimental off-line data shows that vapour saturation was not reached. Sutter et al. 41 noted in his study that if the PM sampled on lter is too small, the vapour saturation of the passing gas cannot be reached. We believe that this effect combined with the longer particle lifetimes of C18 particles observed in our previous work 7 can explain the higher difference between prediction and actual measurement.
Evaporation of oils spiked on lters
To mimic the evaporation bias dependency on sampling ow rate, experiments were carried out using mineral oils spiked on the of GGP samplers' lters. The particle-vapour fractionation of the semi-volatile mineral oil was strongly affected by the volume of air passing the lter. With a low air ow rate passing through the samplers, the main portion of the spiked semi-volatile oil remained on the lters while at a high ow rate nearly 90% of the oil evaporated and was transferred to the XAD-2 adsorption cartridge ( Fig. 5 ). Signicant differences (p < 0.001) were observed between the initial spiked amount and the mass found aer 2 h.
The low volatile mineral oil only evaporated slightly and the inuence of the air ow rate was less clear, but nevertheless the portion of evaporated material doubled from 2% to 4% at higher air ow rates (Table 4 ). Although the evaporation doubled with the highest ow rate, the difference between the initial amount and the one found aer 2 hours was not statistically signicant.
The spiking experiments have shown, analogue to the aerosol experiments, that semi-volatiles should be sampled by a combination of lter and adsorber. Filter sampling alone will underestimate the particulate phase due to evaporation. The measurements with the low-volatile oil showed similarities to the C18 aerosol measurements. In both cases almost no evaporation losses were observed.
Conclusions and recommendations
The results presented in this study have shown that the differences in observed phase distribution between the on-line and off-line methods are signicant for compounds of high volatility. The total hydrocarbon mass was nonetheless similar for on-line and off-line results, independent of aerosol substance, mass load or size distribution. Beside the 1 mm droplet concentrations (2 mg m À3 as PM) that can be frequently found at workplaces we also compared the GGP lter-adsorber sampling to our reference method for higher concentrations. As it can be seen from our data, the larger particles (higher particle mass at constant number concentration) have enough mass to saturate the gas phase upon their evaporation and prevent the total vaporization of the PM from lters as a consequence. As a result, even volatile compounds like tetradecane can still be sampled on lters to some extent, though with sampling bias.
Occupational exposure limits and sampling of "particles only" can turn out to be inappropriate for risk assessment as semi-volatiles can easily evaporate and cause an exposure underestimation. For instance, evaporation of aerosols with exposure limits for particles only may lead to an underestimation of health risks caused by the inhalation of the specied hazardous aerosol.
The authors strongly recommend that occupational exposure limits should be considered for the sum of particle and vapour mass concentration instead of either one of them separately since the TM is less affected by sampling bias. The Commission for the Investigation of Health Hazards of Chemical Compounds in the Work Area (MAK commission) in Germany already followed this recommendation and introduced a new chapter in the "List of MAK and BAT Values 2013" 43 for semi-volatile substances and marked 58 substances that can be present as particulate/vapour mixtures at workplaces. The presented results were also considered during the development of the European standard EN 13936: workplace exposureprocedures for measuring a chemical agent present as a mixture of airborne particles and vapourrequirements and test methods. 6 
